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Summary of Activities 


- Cigarette lighters: 

Three electric cigarette lighters have been constructed. Two 
of them are intended for the RM 20/CS smoking machines 
at the QC smoking laboratory, the third one being in reserve 
for future use. 


- HP 9825 calculator: 

The study of operating! and programming is still continuing. 


- Power supply for Battelle type smoke pumps: 

Difficulties have been' encountered due to the high noise level 
of the tachogenerators. Modifications in the circuit are being 
experimented with. 
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